Treatment planning of oblique wedge fields comparing enhanced dynamic wedge and standard 60 degree wedge for parotid type treatments.
The "standard" treatment planning for a parotid or similar treatment volume utilizes wedge field technique. This technique can be accomplished by using two beams on the same side of the patient with the heels of the wedges adjacent. This technique can also be accomplished by using standard or enhanced dynamic wedges. Advantages vs. disadvantages of enhanced dynamic wedged fields will be discussed in this paper.